








            ▶This device is used only hospital. 

            ▶Patients should wear clothes before wearing cuffs. 

            ▶Operator-enabled : This device should be used by professional, trained personnel. 

            ▶Environment : This device can be used in the hospital and should not be for users in the any 

                                  environment outside of a professional healthcare facility. 





Please avoid same time with medical  
equipments for artificial life preservation, 
installation style medical equipments like 
electrocardiograph etc. 
Please avoid to user’s device to whom  
in too high blood pressure or obstacle  
in blood circulation. 

Do not use this product if you are  
experiencing inflammation, an infection,  
pain of unknown origin, or bleeding  
[Internal or external] at near the site  
of application. 

Do not place the heavy things on the power cord.  
Also, do not press it with a table or a chair.  
(It may. Cause an electric shock, an electric leakage, or fire.) 

Do not soak the device in the water because it is an 
electrical product.  

When plugging or unplugging the power cord from the wall 
outlet, please remove moisture from hands. 
(It may cause the electric shock, electric leakage or fire.) 

Check up the suitable voltage to be used and use the device.  
(The user may be burned, get shocked or be injured.) 

Please use after wearing underwear or sportswear not 
to touch directly in skin with the cuffs or pad. Do not use the device if you feel pain or make you feel 

uncomfortable. Stop the use immediately. 
Be careful when you zip up the cuff.  
Clothes, hair or skin may get stuck  
in the zipper. 



Try not to drop the device on the floor because it might be 
much   vibration or shock on it. (The device may be 
damaged.) 

Do not use by purpose except massage.  
Keep infants and children away from this device due to the 
risk of electric shock or other injuries. 

Do not use it in an environment with too much 
electromagnetic wave. 
It may cause damage to the device and/or cause 
malfunctioning. 

Do not store the garments near a stove, cigarette or other 
heat generating device as this is a fire hazard. Do not store 
the garments near needles, scissors or other sharp objects 
as they may damage the garments.  

Be careful that water or other substance cannot be inserted 
inside of the device. 

If this device should malfunction or fail to operate, do not 
attempt to open, repair, or disassemble the main unit or 
this device. (It may lead to a risk or fire, electric shock, or 
injury to the user.) 



Use the device within 20 minutes when using it once. (At  
first, start from 5 minutes, and increase the time slowly 
consudering your physical strength. "If you use it 
continuously for a long time, it may have  
a reverse effect on you") 

If you have not used the device for a long time, or if you 
wise to use it in cold areas. 
 * The device may not operate normally. In this case, use 
the device after operating it three or four times at the 
strength of Low-Medium-High in regular sequence. 

Keep the product out of the direct rays of the sun or heating 
equipments including gas stove. 
It may cause the product modification or discoloration. 

When cleaning the product, wipe off with a dry cloth 
without any chemical substance or detergent. 
It may cause the product external damage such as 
discoloration and peeling off. 

Please dispose the product according to the waste 
procedure. 
It may cause the environmental pollution. 

Be careful about air hose not to be twisted or bent. 

While using this product, remain stationary and do not 
attempt to walk or move arround. 

Please use the exclusive power outlet and do not plug 
several cords at once. 
It may cause the fire, electric shock or other injuries. 



Do not machine wash the cuffs or submerge them in water. 
The cuffs may be gently wiped with a moistened towel or 
cloth. If necessary, a mild detergent may be used. 

If you wish to keep the device for a long time,  
place it in its box. 

Do not keep the device at too low temperature in winter 
time. It may be hardened and damaged 















   Operation : Temperature 10~40℃, Humidity 30~85%,  

                   pressure 700~1060hpa 
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